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This  study  demonstrates  a  hybrid  biosensor  comprised  of  a  silicon  nanowire  (SiNW)  integrated 
with  an  amplifier  MOSFET  to  improve  the  current  response  of  field-effect-transistor  (FET)-based 
biosensors.  The  hybrid  biosensor  is  fabricated  using  conventional  CMOS  technology,  which  has  the 
potential  advantage  of  high  density  and  low  noise  performance.  The  biosensor  shows  a  current 
response  of  5.74  decades  per  pH  for  pH  detection,  which  is  2.5  x  lo^  times  larger  than  that  of  a  single 
SiNW  sensor.  In  addition,  we  demonstrate  charged  polymer  detection  using  the  biosensor,  with 
a  high  current  change  of  4.5  x  lo^  with  a  500  nM  concentration  of  poly(allylamine  hydrochloride). 

In  addition,  we  demonstrate  a  wide  dynamic  range  can  be  obtained  by  adjusting  the  liquid  gate 
voltage.  We  expect  that  this  biosensor  will  be  advantageous  and  practical  for  biosensor  applications 
which  requires  lower  noise,  high  speed,  and  high  density. 


Highly  sensitive  biological  detection  is  required  for  disease  diagnosis\  drug  discovery^,  and  biomolecular 
analysis^.  The  utilization  of  field-effect  transistor  (FET) -based  sensor  structures has  been  one  of  the 
most  promising  solutions  for  label-free  real-time  detection  compared  with  other  biosensors,  including 
surface  plasmon  resonance^,  microcantilevers^,  and  an  array  of  fluorescence  sensors^®.  FET-based  silicon 
nanowire  (SiNW)  biosensors  have  great  potential  due  to  advantages  which  include  direct  electrical  read¬ 
outs,  high  sensitivity,  and  the  potential  to  integrate  them  with  complementary  metal-oxide  semiconduc¬ 
tor  (CMOS)  circuits^ 

SiNW  biosensors  operate  by  the  change  of  current  flowing  through  the  SiNW  channel  which  is 
induced  by  the  change  in  surface  charges,  such  as  from  a  biomolecule  binding  reaction^^.  However,  this 
current  change  often  needs  to  be  amplified,  and  in  some  applications  current  drive  is  important.  Thus, 
the  “current  response”,  which  we  define  as  the  log  of  I/Iq  per  pH;  {i.e.  how  many  decades  of  current 
change  per  pH  change),  where  I  is  the  modified  current  and  Iq  is  the  initial  current  value,  is  an  impor¬ 
tant  metric.  Many  research  groups  have  focused  on  efforts  to  improve  current  response.  One  of  the  most 
widely  used  methods  is  to  reduce  the  doping  concentration  and  nanowire  width^^’^^.  However,  it  is  diffi¬ 
cult  to  decrease  the  doping  concentration  of  Si  to  below  10^^cm“^.  In  addition,  low  fabrication  yield  and 
low  reproducibility  can  be  expected  when  decreasing  the  device  width.  Another  way  to  increase  current 
response  is  to  control  the  operating  bias  point  of  the  biosensor  by  tuning  gate  bias.  The  operation  of  the 
biosensor  in  the  sub  threshold  region  exhibits  the  highest  current  response  (although  with  an  increase  in 
noise^^),  as  has  already  been  shown  theoretically  and  experimentally^^’^h 

In  the  subthreshold  region  of  FETs,  the  subthreshold  swing  (SS),  /.e.,  the  inverse  of  the  subthreshold 
slope,  is  defined  as  the  gate  voltage  (Vq)  change  needed  to  cause  a  one-order-of-magnitude  change  in 
the  drain  current  and  is  expressed  as 
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Figure  1.  (a)  Schematic  diagram  of  the  demonstrated  biosensor  composed  of  an  n-type  SiNW  and  a 
MOSFET.  The  SiNW  is  biased  by  Vlc  but  the  MOSFET  is  isolated  from  the  solution,  (b)  False-colored 
scanning  electron  microscope  images  of  the  biosensor.  The  insets  show  a  magnified  view  of  the  SiNW 
channel  region  (W  =  55  nm).  (c)  Photograph  of  the  biosensor  chip  fabricated  via  a  top-down  method. 


SS  =  -  =  - -  =  2.3m — , 

Slope  rf(logjQ(/o))  q  (i) 

where  k  is  the  Boltzmann  constant,  T  is  the  absolute  temperature,  q  is  the  electric  charge,  and  m  is  the 
ideality  factor^^.  The  minimum  value  of  SS  at  room  temperature  can  be  achieved  at  59.6  mV/decade  when 
the  minimum  value  of  m  is  1. 

For  pH  sensors,  which  are  the  basis  of  broad  sensor  applications,  the  change  in  the  surface  potential 
of  Si02  with  changing  pH  levels  depends  on  the  density  and  activation  of  surface  sites,  the  buffer  ionic 
strength,  and  the  composition.  The  maximum  change  in  the  potential  per  pH  is  defined  by  the  Nernst 
limit  associated  with  an  electrolyte  and  a  site-binding  surface,  which  is  59.6  mV/pH  at  room  tempera¬ 
ture^^.  Therefore,  in  the  ideal  case,  the  maximum  ratio  of  current  change  (I/Iq)  per  pH  can  intrinsically 
reach  10  (i.e.,  1  decade/pH)  in  the  sub  threshold  region.  However,  because  of  sensor  surface  protonation 
affinity,  the  current  change  per  pH  with  a  Si02  surface  is  always  lower  than  the  expected  value^^.  In 
this  paper,  we  demonstrate  a  new  type  of  hybrid  biosensor  that  combines  the  SiNW  and  conventional 
MOSFET,  serving  as  an  amplifier,  to  exceed  the  aforementioned  current  response  intrinsic  limit  of  1 
decade/pH.  We  demonstrate  that  the  current  response  of  the  hybrid  biosensor  can  be  amplified  consid¬ 
erably  beyond  the  current  response  limit  of  the  single  SiNW  biosensor.  In  addition,  the  hybrid  biosensor 
is  monolithically  integrated  on  the  same  wafer  using  conventional  top-down  CMOS  technology,  indicat¬ 
ing  that  it  will  be  able  to  have  the  lower  noise  performance  of  amplification  compared  with  laboratory 
instruments. 

A  schematic  of  the  hybrid  SiNW-MOSFET  biosensor  is  shown  in  Fig.  la.  In  this  configuration,  the 
SiNW  device  plays  the  role  of  a  sensor  and  is  exposed  to  the  solution,  whereas  the  MOSFET  acts  as  a 
transducer  to  amplify  the  current  response  and  is  insulated  from  the  solution.  The  SiNW  and  MOSFET 
are  monolithically  integrated  and  electrically  connected  by  a  metal  line  using  conventional  CMOS  tech¬ 
nology.  The  gate  of  the  MOSFET  and  the  drain  of  the  SiNW  FET  are  connected  and  are  driven  by 
the  current  source  (Iin)-  Therefore,  the  drain  voltage  of  the  SiNW  FET  can  be  varied  according  to  the 
conductance  of  the  SiNW,  which  can  control  the  gate  voltage  (Vq)  of  the  MOSFET.  Figure  lb  shows 
scanning  electron  microscope  (SEM)  images  of  the  fabricated  hybrid  SiNW-MOSFET  biosensor.  The 
passivation  layer  around  the  SiNW  channel  region  was  removed  to  enable  sensing,  whereas  regions 
outside  the  SiNW  channel  are  passivated  with  a  Si02  layer  to  prevent  leakage  current  through  solution. 
The  sensing  area  is  located  at  the  center  of  the  chip,  and  all  metal  lines  are  extended  to  the  edge  of  the 
chip  to  isolate  the  probe  tips  from  the  solution  (Fig.  Ic).  Details  of  the  fabrication  process  are  discussed 
in  Supplementary  Figure  SI  online. 

Results  and  Discussion 

We  first  used  the  pH-sensing  experiment  as  a  model  system  to  study  the  response  of  our  hybrid  SiNW 
and  MOSFET  biosensor.  In  these  experiments,  the  Si02  surface  of  the  SiNWs  were  modified  with 
3-aminopropyltriethoxysilane  (APTES).  The  SiNW  surface  was  exposed  to  O.IX  potassium  phosphate 
buffer  solutions  with  five  different  pH  values  (/.e.,  pH  5,  6,  7,  8,  and  9)  by  a  microfluidic  channel  (see 
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Figure  2.  (a)  Transfer  characteristics  of  an  n-type  single  SiNW  FET  as  a  pH  sensor  with  a  sweeping  Vlg. 
The  SiNW  FET  was  functionalized  with  APTES  to  apply  amine  (-NH2)  groups  to  the  sensor  surface.  The  SS 
of  the  SiNW  FET  is  147  mV/decade,  (b)  and  (c)  Isinw  different  pH  levels;  these  values  were  extracted 
from  Fig.  2a.  was  extracted  using  the  constant  current  method  at  Isinw  =  10“^  A,  and  the  current 
response  (log  (AI/Iq))  was  extracted  from  the  transfer  characteristics  at  Vlg  =  0-65  V. 


Supplementary  Figure  S2  online).  In  the  pH  experiment  of  a  single  SiNW  FET  with  an  electrolyte  gate 
{i.e.y  a  liquid  gate),  we  used  an  n-type  SiNW.  The  drain  current  flowing  through  the  SiNW  channel 
(IsiNw)  measured  at  a  constant  drain  voltage  (Vd)  of  IV  while  the  liquid  gate  voltage  (Vlg) 
swept  from  0  to  1.2  V  with  25  mV  steps.  The  transfer  characteristics  of  the  n-type  SiNW  FET  for  the 
five  different  pH  values  are  shown  in  Fig.  2a.  The  gate  leakage  current  in  this  work  is  negligible  (see 
Supplementary  Figure  S3  online).  The  pH  responses  are  stable  and  repeatable  over  many  hours  of  oper¬ 
ations.  As  the  pH  level  increases,  the  conductance  of  the  n-type  SiNW  FET  decreases,  resulting  in  a 
positive  shift  of  the  threshold  voltage  (V^).  This  can  be  explained  by  the  protonation/deprotonation  of 
— NH2  and  —  SiOH  groups  on  the  functionalized  SiNW  surface.  At  low  pH  levels,  the  —  NH2  group  is 
protonated  to  —  NH3  resulting  in  a  positive  charge.  In  contrast,  at  high  pH  levels,  the  —SiOH  group  is 
deprotonated  to  —  SiO“  and  results  in  a  negative  charge^^.  The  average  V^  shift  is  52  mV  per  pH  (Fig.  2b), 
which  is  below  the  Nernst  limit  as  expected.  In  addition,  the  SS  of  the  single  SiNW  FET  with  the  liquid 
gate  is  147 mV/decade,  which  is  considerably  larger  than  that  of  the  ideal  value  (59.6  mV/decade).  In 
the  subthreshold  region,  the  extracted  current  response  (how  many  decades  per  pH)  of  the  single  SiNW 
FET  is  approximately  1/3  decade  per  pH  (Fig.  2c),  which  is  smaller  than  the  ideal  current  response  of 
1  decade  per  pH.  Therefore,  it  is  difficult  for  the  single  SiNW  FET  to  achieve  a  higher  current  response 
because  of  the  smaller  V^  shift  and  the  larger  SS  than  the  expected  values,  which  is  caused  by  non-ideal 
interfaces  between  the  gate  insulator  layer  and  the  electrolyte^^. 

Figure  3  presents  the  experimental  results  for  the  SiNW/MOSFET  hybrid  pair  biosensor,  demonstrat¬ 
ing  a  high  current  response  for  pH  changes.  To  understand  the  overall  response  of  the  biosensor,  we  first 
characterize  the  voltage  transfer  curves,  Vlg  versus  Vq,  for  different  pH  levels,  as  shown  in  Fig.  3a.  In  the 
measurement,  the  current  source  (ft^)  is  set  to  1  nA,  and  the  Vq  node  is  limited  to  1 V  using  the  voltage 
compliance  of  the  measurement  equipment  (4156C,  Agilent).  At  low  Vlg  the  off-state  of  the  SiNW 
FET),  it  is  difficult  to  discharge  the  forced  current  into  the  ground  through  the  SiNW  channel  because 
the  conductance  of  the  SiNW  remains  low.  Thus,  the  Vq  node  maintains  a  ‘HIGH’  (=  I V)  level.  However, 
Vq  rapidly  changes  from  ‘HIGH’  to  ‘LOW’  (=0  V)  at  a  specific  Vlg  point  because  the  conductance  of  the 
SiNW  becomes  sufficiently  large  (/.e.,  the  on-state  of  the  SiNW  FET)  to  discharge  Therefore,  the  rapid 
change  of  Vg  is  expected  to  be  able  to  effectively  change  the  output  current  (Imosfet)  in  the  MOSFET  at 
the  specific  Vlg  point. 

Figure  3b  shows  the  resulting  output  current  (Imosfet)  of  the  MOSFET  in  our  hybrid  sensor.  At  low 
Vlg>  Imosfet  remains  high  (5.5  x  10“^  A)  because  of  the  high  Vq  value  at  this  point.  However,  Imosfet 
abruptly  drops  to  a  low  level  (10“^^A)  at  a  specific  Vlg>  as  expected.  As  a  result,  we  achieve  a  large 
current  change  (I/Iq)  with  varying  pH  levels  (approximately  5.5  x  10^/pH)  at  a  fixed  Vlg  value  (note 
the  vertical  arrow  between  pH  curves  in  Fig.  3b).  As  shown  in  Fig.  3b,  the  current  change  of  the  hybrid 
biosensor  is  saturated,  since  this  I/Iq  is  strongly  affected  by  the  on/off  current  ratio  of  the  MOSFET  (see 
Supplementary  Figure  S4  online);  therefore,  I/Iq  can  be  further  increased  by  improving  the  performance 
of  the  MOSFET. 

Figure  3c  shows  Imosfet  versus  time  with  varying  pH  levels  at  the  fixed  Vlg  value.  Noise  spikes  occur 
every  100  s  when  the  pH  values  are  changed;  however,  the  Imosfet  quickly  equilibrates.  A  clear  amplified 
signal  is  obtained  for  the  different  pH  levels  by  adjusting  Vlg>  I/Iq  ~  5.5  x  10^,  as  shown  in  Fig.  3c. 
The  hybrid  biosensor  gives  a  current  response  of  5.74  decade  per  pH,  as  compared  to  the  small  pH 
response  of  a  single  SiNW  FET  (a  current  response  of  1/3  decade  per  pH).  Finally,  the  extracted  cur¬ 
rent  response  of  the  hybrid  pH  sensor  and  the  conventional  SiNW  pH  sensor  alone  are  compared  in 
Fig.  3d.  The  red  symbols  show  the  current  response  measured  for  the  single  SiNW  FET  as  a  function  of 
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Figure  3.  Measured  electrical  characteristics  of  the  hybrid  silicon  nanowire  (SiNW)-MOSFET  biosensor 
as  a  pH  sensor,  (a)  Yq  of  the  hybrid  biosensor  while  varying  the  pH  from  5  to  9.  (b)  MOSFET  output  current 
(Imosfet)  a  function  of  pH  level  in  the  hybrid  biosensor.  The  extracted  current  change  is  5.5  x  10^  (=5.74 
decade  per  pH),  (c)  Transient  response  of  Imosfet  while  varying  the  pH  in  the  hybrid  biosensor. 

(d)  Measured  current  change  depending  on  the  biosensor  types,  i.e.,  the  single  SiNW  biosensor  and  the  hybrid 
biosensor.  The  dashed  black  line  indicates  the  maximum  current  response  according  to  the  Nernst  limit. 


pH.  The  current  response  is  extracted  from  the  transfer  curves  of  the  single  SiNW  biosensor  in  Fig.  2a 
at  Vlg=  0.65  V.  The  dashed  black  line  represents  the  aforementioned  ideal  current  response  of  a  single 
SiNW  FET.  The  current  response  of  the  hybrid  biosensor  is  represented  by  blue  dots,  demonstrating 
a  current  response  approximately  2.5  x  10^  times  greater  than  that  of  the  single  SiNW  pH  sensor.  It 
is  important  to  note  that  the  hybrid  biosensor  has  the  wide  dynamic  range  by  shifting  the  liquid  gate 
voltage  (Fig.  3a).  Importantly,  we  expect  that  a  small  threshold  voltage  shift  (a  change  of  20 mV),  corre¬ 
sponding  to  a  0.34  pH  change,  can  be  detected  with  the  high  current  response  of  the  hybrid  biosensor,  as 
shown  in  Supplementary  Figure  S5  online.  This  simulation  also  shows  that  we  expect  a  smaller  threshold 
voltage  shift  (less  than  ApH<0.34)  should  be  detectable  (Supplementary  Figures  S6  and  S7  online). 
Thus,  the  hybrid  biosensor  can  simply  produce  a  dramatic  amplification  of  the  current  response  without 
additional  off- chip  circuitry. 

To  further  evaluate  the  advantages  of  our  hybrid  sensor,  we  detected  charged  molecules,  specifically 
poly(sodium  styrene  sulfonate)  (PSS)  and  poly(allylamine  hydrochloride)  (PAH),  which  are  oppositely 
charged.  The  PSS  polymer  is  negatively  charged,  whereas  the  PAH  polymer  is  positively  charged,  and 
layer-by-layer  build-up  is  a  straightforward  proto coP"^”^^.  To  detect  the  positive  charges  of  the  PAH  pol¬ 
ymer,  the  PSS  polymers  were  pre-applied  to  the  positively  charged  APTES-modified  Si02  surface.  Next, 
the  PAH  polymer  was  attached  on  the  PSS  layer.  The  experimental  procedure  is  explained  in  detail  in 
Supplementary  Figure  S8  online.  Figure  4  demonstrates  the  experimental  validation  of  charged  pol¬ 
ymer  detection  using  the  single  SiNW  biosensor.  The  transfer  curves  of  the  n-type  single  SiNW  FET 
with  varying  PAH  concentrations  are  shown  in  Fig.  4a.  The  attachment  of  the  positively  charged  PAH 
results  in  a  negative  V^  shift  because  the  attached  positively  charged  PAH  can  accumulate  more  electron 
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Figure  4.  Measured  electrical  characteristics  of  the  single  SiNW  FET  as  a  function  of  PAH 
concentration,  (a)  Transfer  curves  of  the  single  SiNW  biosensor  with  increasing  PAH  concentration,  (b) 
shift  and  (c)  normalized  Isinw  extracted  from  the  transfer  curves  of  the  SiNW  biosensors.  The  measured 
data  from  six  devices  are  included  in  each  condition. 
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Figure  5.  Measured  electrical  characteristics  of  the  hybrid  biosensor  as  a  function  of  PAH 
concentration,  (a)  Vg-Vlg  and  (b)  Imosfet"Vlg  characteristics  of  the  hybrid  biosensor  with  varying 
PAH  concentrations,  (c)  Comparison  of  the  current  change  for  the  two  biosensor  types  at  different  PAH 
concentrations. 


carriers  in  the  n-type  SiNW  channel.  Thus,  as  the  PAH  concentration  increases,  the  of  the  n-type 
SiNW  biosensor  is  more  negatively  shifted  and  the  current  flowing  to  the  SiNW  {i.e.,  Isinw)  increases 
correspondingly  (Fig.  4b,c).  In  this  case,  the  average  AV^  is  38  mV  at  the  lowest  PAH  concentration 
(500  nM),  and  the  measured  average  current  change  is  2.7.  Figure  5a  shows  that  the  Vq-Vlg  curves  of 
the  hybrid  biosensor  are  negatively  shifted  with  changing  PAH  concentration.  The  Imospet'^lg  curve  is 
also  shifted  depending  on  the  Vq-Ylg  curve  shift.  Therefore,  similar  to  the  pH  experiment,  the  hybrid 
biosensor  can  obtain  a  large  amplification  in  current  change  (=4.5  x  10^  at  a  PAH  of  500  nM)  compared 
with  a  single  SiNW  FET  at  a  fixed  Vlg>  as  shown  in  Fig.  5b.  The  current  change  for  two  types  of  bio¬ 
sensors  {i.e.y  a  single  SiNW  and  the  hybrid  sensor)  at  different  PAH  concentrations  are  summarized  in 
Fig.  5c.  The  red  symbols  show  the  current  response  measured  in  the  single  SiNW  biosensor  with  vary¬ 
ing  PAH  concentrations  at  Vlg=  0.65  V.  The  blue  symbols  represent  the  current  response  of  the  hybrid 
biosensor.  The  experimental  results  demonstrate  that  the  hybrid  biosensor  can  dramatically  increase  the 
current  response  for  charged  polymer  detection.  The  high  current  response  of  the  hybrid  biosensor  as 
demonstrated  here  should  be  applicable  to  other  biomolecule  detection  systems. 

Conclusions 

In  this  paper,  we  demonstrated  a  hybrid  biosensor  composed  of  a  single  SiNW  and  a  single  amplifier 
MOSFET.  We  show  that  the  hybrid  biosensor  offers  remarkable  amplification  of  the  current  response  in 
both  pH  and  charged  polymer  detection,  which  is  more  than  2.5  x  10^  times  larger  than  a  single  SiNW 
sensor  counterpart.  Furthermore,  the  demonstrated  biosensor  shows  a  wide  detection  dynamic  range 
by  adjusting  the  liquid  gate  voltage.  We  believe  that  this  is  the  first  report  of  a  high  responsivity,  large 
dynamic  range  amplifier  monolithically  integrated  with  a  biosensor,  which  should  be  advantageous  and 
practical  for  biosensor  applications  which  requires  lower  noise,  high  speed,  and  high  density.  Given 
its  compatibility  with  conventional  top-down  CMOS  processing  technology,  this  biosensor  should  have 
wide  applicability  for  biomedical  and  chemical  sensors. 
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